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A-5814 (6/1/2006)
CHAIN-OF-CUSTODY

Sample Acceptance Checklist

Parts A & B must be completed for samples that require Chain-of Custody prbtﬂcol

| ~ Part A: Minimal Acceptance Criteria*

/ Transfer documentation 1s present.

I\

All required data entries aré completed and legible.

—/ Adequate documentation is’ prcscnt or samples have been scanned for radiological content.. :

' / Sample containers are appropnatdy labeled.

" PartB: Addiﬁonal-requirements-ffor Chain—of-Cus’tody protocol |

Samples are not leaking, nor do they have broken or damaged places.

AN

Customer cooler temperature verified to between 2°C and 6°C (Usea thermometer and
. record the cooler temperature).

Sample label data are legible and agree with information on COC Record forms.

\1 \

-~ pH preservation data is documented and in ag;reement with EPA or programsnatic
Tequirements.

/ Samples received are within their holding time and retain sofficient holdmg tlme for :
‘ laboratory analysm

‘ M& “Tamper Indicating Dcﬁces, when required, are intact upon feccipt in laboratory,

" NA- Volatile samples have zero headspace. “Pea-sized” bubblés do not necéss’arilly '
invalidate the sample. If the bubble exceeds % inch or 6mm in dxameter then
* contact the Project Manager or customer for approval to proceed with analysis. -

If there is a question regarding irregularities or customer compliance with approved COC
Sample Acceptance Criteria, hold the samples pending notification and resolution of the
problem. Contfact the Project Manager and/or customer regarding irregularities. Sample _
Manager or Laboratory Manager can aid in resolution if necessary.

' Comments:

* NOTE: If samples are submitted to the laboratory with potential classification issues, require

that the submitter resolve issues of minimum acceptance criteria prior to laboratory
accepting the samples.

COC Sample Acceptance Checklist Completed: < 7 ((’9)/(){, initials/date






